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Abstract 

Background: Low-contact-stress (LCS) mobile-bearing total knee arthroplasty (TKA) (Johnson & Johnson, New 
Brunswick, NJ; previously: DePuy, Warsawa, USA) provides excellent functional results and wear rates in long-term 
follow-up analyses. Radiological analysis shows radiolucent lines (RLL) appearing immediately or two years after 
primary implantation, indicative of poor seat. Investigations proved RLL to be more frequent in uncemented TKA, 
resulting in a consensus to cement the tibial plateau, but their association with clinical findings and patients 
discomfort and knee pain is still unknown. 

Methods: 553 patients with 566 low-contact-stress (LCS) total knee prostheses were screened for continuous moderate 
knee pain. We compared tibial stress shielding classified by Ewald in patients suffering from pain with a matched, pain- 
free control group on blinded X-rays. We hypothesized a positive correlation between pain and radiolucency and 
higher frequency of such radiolucent lines in the most medial and most lateral zones of the tibial plateau. 

Results: Twenty-eight patients suffered from knee pain in total. Radiolucencies were detected in 27 of these cases 
and in six out of 28 matched controls without knee pain. We could demonstrate a significant correlation of knee 
pain and radiolucencies, which appeared significantly more frequently in the outermost zones of the tibial plateau. 

Conclusion: Our findings suggest that radiolucent lines, representing poor implant seat, about the tibial plateau 
are associated with knee pain in LCS patients. Radiolucencies are observed more often in noncemented LCS, and 
cementing the tibial plateau might improve implant seat and reduce both radiolucent lines and associated knee 
pain. 
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Background 

Low-contact-stress (LCS) mobile-bearing total knee 
arthroplasty (TKA) (Johnson & Johnson, New Brunswick, 
NJ; previously: DePuy, Warsawa, USA) provides excellent 
functional results and wear rates in long-term follow-up 
analysis [1-4]. The LCS is designed to increase the func- 
tional range of motion (ROM) and reduce wear, in 
comparison to other fixed bearing TKA designs [5]. Radi- 
ological analysis reveals radiolucent lines (RLL) appearing 
immediately or two years after primary implantation [6-8]. 
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RLL are radiolucent intervals between the cement/implant 
and the adjacent bone caused by imperfect tibial cuts or 
excessive micromotion, leading to poor implant seat 
[6,9-15]. 

Earlier studies demonstrated RLL to be more frequent 
in uncemented TKA, resulting in a consensus to cement 
the tibial plateau [16,17], yet the potential and likely 
association between clinical findings and radiolucencies 
was never formally assessed [10,11,18,19]. 

Therefore, this multicenter study screened 553 patients 
with 566 low-contact-stress total knee prostheses for 
continual moderate knee pain determined by the Knee 
Society Score [20]. Selected patients were further tested 
for tibial stress shielding, evaluated by the classification 
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of Ewald et al. [21] and compared to a pain-free, age- 
and sex-matched control group selected from the same 
population of 566 patients. 

The primary purpose of this study was to test for a 
correlation between knee pain and tibial radiolucent 
lines. The secondary purpose was to describe the distri- 
bution of radiolucencies around the tibial plateau. 

The study hypothesis was, that knee pain correlates 
with tibial radiolucent lines and that these radiolucent 
lines appear most frequently in the most lateral and 
most medial zones of the tibial plateau than in more 
central areas. 

Methods 

Due to the retrospective nature of this study using 
anonymous data, after contacting the ethics committee 
it was stated, that ethical approval was not necessary at 
both universities. 

Study Design and Patient Recruitment 

This study was designed as an age and sex matched case 
control study. A sample of 553 anonymous patients with 
566 LCS implants was reviewed. The indication for knee 
replacement was based on subjective pain level, a contin- 
ual need for analgesic and anti-inflammatory drugs, and 
objective functional limitations such as reduced walking 
distance and decreased range of motion. Osteoarthritis of 
the knee joint was verified by use of anterior-posterior 
and lateral X-rays. All procedures were done between 
January 1981 to June 2003 at two different institutions by 
five different surgeons. 

From this sample we excluded patients with septic 
tibial loosening, low-grade infections, or aseptic tibial 
loosening (n = 13) evaluated by detailed laboratory 
screening (CRP, leukocytes) or scintigraphy or any kind 
of femoral loosening (n = 24) as the cause (septic loosen- 
ing and low-grade infections evaluated by laboratory 
results, aseptic loosening without signs of infections). In 
addition, we excluded all patients with aseptic tibial or 
femoral loosening, which was verified using scintigraphy 
(n = 43). Furthermore we excluded patients with poly- 
ethylene wear, a postoperative antero-posterior long-leg 
standing X-ray axis of more than 5 degrees of varus or 
valgus, any soft tissue impingement, patellar complica- 
tions, infections, reflex sympathetic dystrophy, flexion 
contracture, inadequate flexion, (radiological or intrao- 
perative) signs of notching, overhang, overstuffing or 
undercutting and clinical instability (n = 67). From the 
remainder we included patients with at least "moderate" 
knee pain on the KSS were as cases, and an equal number 
of age- and sex-matched, pain-free patients as controls. 

Anonymized clinical and radiological data for all 
patients were obtained from a database of digitalized 
patient records. All patients included in this database 



gave informed consent to participate in the follow-up 
and were aware, that anonymized, aggregate data will be 
used for research. Therefore after contacting the ethics 
committee it was stated, that approval by the ethic com- 
mittee was not necessary due to the retrospective nature 
using anonymous data. 

Surgical technique and rehabilitation 

Procedures were done in general or epidural anaesthesia 
with a medial parapatellar or transquadricipital approach 
in a consecutive series at each institute. Five orthopaedic 
surgeons operated on the patients in total. All surgeries 
were performed by or under direct supervision of the 
head of the division of arthroplasty of both institutes. 
First the tibial osteotomies were performed, according to 
the LCS guidelines from DePuy with a posterior slope of 
5° using an extramedullary system. The femoral cut was 
performed with an intramedullary guide system providing 
3° of external rotation using the posterior condyles as 
reference points. Patella resurfacing was not done. This 
technique was applied using totally cemented (tibial and 
femoral) and only tibial cemented prosthesis according to 
the patient age and bone quality. Tibial and femoral 
cementation was performed with standardized methods 
according to the manufacturer' s instructions using Refo- 
bacin Bone Cement R (RBC) (AAP Biomaterials GmbH 
& Co. KG, Dieburg, Germany;) and Palacos R + G (PRG) 
(Heraeus Medical GmbH, Hanau, Germany). Constitu- 
ents were stored at room temperature (23°C) before pre- 
paration. The samples were mixed for 30 seconds after 
the addition of all the powder to monomer, under a 
vacuum of 200 millibar using the Easymix cement injec- 
tor (Coripharm GmbH & Co KG, Dieburg, Germany). 
No fractionation of the tibial plateau and the femoral 
shield was performed in any case. All knees were closed 
in layers with two drains in place, which were removed 
after 48 hours, which was not proven to restore the long- 
leg standing axis more appropriately [22]. No single 
implant showed signs of notching, overhang, overstuffing 
or undercutting in intraoperative examination or on 
postoperative X-rays. 

Postoperatively, patients were allowed full weight bear- 
ing and continuous passive motion was used as of the 
second postoperative day. All patients were discharge 
between 10 and 14 days postoperatively and referred to 
an outpatient rehabilitation program until their six week 
follow-up. 

All patients in both clinics had standardized pain man- 
agement protocols: Neodolpasse i.v. (combining 75 mg 
diclophenac and 30 mg orphenadine) was given twice a 
day and Pantoloc p.o. (pantoprazol 40 mg) once a day for 
at least ten days. Patients with allergies or kidney disorders 
were given Novalgin i.v. (metamizol 1 g) three times a day 
in combination with Pantoloc p.o. (pantoprazol 40 mg) 
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once. In case of further pain, an injection of Dipidolor i.m. 
(piritramide 7.5 mg) was given every 4 hours. 

Outcome assessment 

At 2 to 10 year follow-up the patients were clinically eval- 
uated using the WOMAC score and Knee Society Score 
[20] . In case of "continual moderate pain or more" on the 
KSS score, the patients' X-rays at minimum 2-year follow- 
up were re-evaluated. Two blinded observers (P.S. and 
J.F.) re-evaluated the anonymous anterior-posterior X-rays 
of all included patients independently, assessing location 
and intensity of radiolucent lines according to Ewald et al. 
[21]. All detected "zones" out of four measurements by 
two observers in patients with/without knee pain were 
summarized and we calculated the actual relative number 
of a possibly affected number of a sum of all four measure- 
ments. A potential limiting factor for this assessment was 
the upper limit of magnification of 72 pixels per inch, 
corresponding to 804 pixels times 963 pixels, which is a 
technological constraint of the picture viewing software. 

Statistical analyses 

Independent t-tests were used to compare demographic 
parameters across groups. The observer agreement of the 
radiological evaluation was evaluated using the Cohen's 
kappa coefficient. The correlation between the pain 
("continual moderate pain" or worse in the KSS) and 
radiolucent lines was evaluated using Pearson's coeffi- 
cient. We evaluated post hoc power according to the 
method by Hoening and Heisey [23] All calculations 
were done using SPSS 13.0 (SPSS Inc., Chicago, IL). A 
P-value of less than 0.05 was considered to be significant. 

Results 

Demographic Data 

The patients' mean age (including 533 patients) at time 
of surgery was 68.3 years (range: 39 to 89). The mean 
age at mean clinical follow-up of 7.3 years (range: 2 to 
10) was 75.6 years (range: 44 to 95). Demographic data 
is presented in table 1. We included 388 female (72.8%) 
and 145 male (23.2%) patients in this analysis and 44.8% 
of the prosthesis were implanted in right knees with 
55.2% in left knees. 271 LCS prostheses were totally 
cemented (tibial and femoral) and 295 prostheses with a 
cemented tibial plateau only. No revision surgery was 
performed in any of the reported 56 cases. Implant sizes 
are given in table 2. 

Clinical Results 

At follow-up (range 5 to 10 years) the mean active range 
of motion (ROM) of all 566 prostheses was 102.4 
degrees (range: 5 to 145). The mean WOMAC score 
[20] (was 27.48 points (range: 0 to 84). The mean KSS 
for pain [20] was 82.95 points (range: 0 to 100) and the 



mean KSS for function [20] was 67.34 points (range: 0 
to 100). Twenty-eight patients (26 totally cemented and 
2 tibial only) suffered from "continual moderate pain or 
more" as the first question of the KSS score for pain 
and were re-evaluated for radiolucent lines as previously 
described, together with 28 randomly chosen, pain-free 
controls. 

Radiolucencies and Correlation with Pain 

Radiolucent lines were detected in 27 out of 28 patients 
with pain and in six out of 28 matched pain-free 
patients (Table 3). The relative distribution of affected 
tibial zones in pain-free patients and patients with con- 
tinual moderate knee pain is shown in Figure 1, 2, and 
3. Interobserver aggreement was high with a kappa coef- 
ficient of 0.781. 

We found a significant correlation of pain with tibial 
radiolucent lines with a p-value of 0.824 of the Pearson' s 
coefficient. Furthermore we saw that RLL in patients 
with continual moderate pain appeared significantly 
more frequently (p < 0.001) in the most medial/ lateral 
zones of the medial "zone 1" (31.6%) and lateral plateau 
"zone 4" (26.6%) than in less medial/lateral zones or the 
stem zone "zone 2 to 7" (16.16%, 11.1%, 6.4%, 4%, 4%) 
(Figure 1). No revision surgery due to radiolucencies was 
performed in any of the reported 56 cases. Post-hoc 
power according to Hoening and Heisey of this observa- 
tion was over 80% [23]. 

Discussion 

The primary purpose of this study was to correlate sub- 
jective knee pain with tibial radiolucent lines in patients 
with cemented LCS total knee replacement. The second- 
ary purpose was to analyze the spatial distribution of 
these radiolucencies. We observed a strong correlation 
between knee pain and tibial radiolucent lines, and found 
that these lines appear more frequently in the most lat- 
eral and most medial zones ("zone 1" and "zone 4") of 
the tibial plateau. 

Parsch et al. [4] showed 6.7% of tibial radiolucencies in 
their patient population without further division among 
patients suffering from continual moderate knee pain or 
tibial zones according to Ewald et al. [21]. This is in line 
with Whitehead et al. [24] demonstrating radiolucent lines 
in 6% of the tibial components and Vogt et al. [25] with 
7% of tibial radiolucencies appearing in cemented (n = 2) 
and cementless (n = 1) prosthesis. Our data revealed 27 
out of 28 cases with pain, respectively 6 out of 28 pain- 
free cases of tibial radiolucencies facing the fact, that the 
authors only evaluated 28 patients with pain and 28 
matched pain-free patients out of 566 LCS TKA in total. If 
detected, these radiolucent lines appeared more frequendy 
in the most medial/lateral zone of the tibial plateau in 
both groups, patients with and without pain. 
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Table 1 Twenty-eight out of 566 low contact stress (LCS) total knee arthroplasties (TKA) in 533 patients who suffered 
from moderate knee pain were matched to 28 patients not suffering from any pain in terms of age, sex and 
radiological follow-up 





patients with continual moderate knee pain, 
n = 28 


matched patients without any knee pain, 
n = 28 


P- value 


age in years* 


68.3, 49-89 


68.8, 43-86 


> 0.82 


sex ratio m:f 


1 : 2.68 


1: 2.72 


> 0.62 


radiological follow-up in 
months* 


22.2, 18-24 


22.4, 19-24 


> 0.59 



Note that statistical analysis revealed no significant difference in demographic data between both groups. 
* numbers are reported in mean, range. 



According to Aebli et al. [26] radiolucent lines might 
occur due to imperfect cuts of the tibial plateau or due to 
micromotions leading to the formation of gaps, which 
may prevent osteointegration in uncemented TKAs indu- 
cing the formation of fibrous tissue or regions of osteo- 
porosis. This is in line with Toksvig-Larsen and Ryd [27] 
reporting a 1 to 2 mm gap between the lowermost and 
uppermost points of the tibial plateau after cutting, 
which might result in tibial stress shielding. This, in turn, 
would be a plausible reason for moderate knee pain. 



In addition, the size of the tibial anchoring pad is lar- 
ger than the femoral, making it more difficult to achieve 
adequate press-fit to avoid tibial stress shielding as 
another cause for patients discomfort after implantation 
of a LCS TKA [27]. 

In order to guarantee adequate measurements and 
detection of tibial radiolucent lines, the authors per- 
formed an inter- and intraobserver correlation analysis 
of two observers resulting in a "good" agreement. How- 
ever, according to Vyskocil et al. [28] radiolucent lines 



Table 2 Twenty-eight out of 566 low contact stress (LCS) total knee arthroplasties (TKA) in 533 patients who suffered 
from moderate knee pain were matched to 28 pain-free patients in terms of age, sex and radiological follow-up 

component patients with knee pain in mobile bearing LCS TKA, matched patients without knee pain in mobile bearing LCS TKA, 
size n = 28 n = 28 



Femoral shield 



Large plus 


3 




Large 


5 




Standard plus 8 8 


Standard 


7 


7 


Medium 


2 


2 


Small medium 


1 


0 



Small 2 2 



Tibial plateau 



7 


0 


0 


6 


0 


0 


5 


0 


0 


4 


0 


0 


3 


15 


16 


2.5 


11 


10 



2 2 2 



nlay size 



1 5 mm 


3 


2 


12.5 mm 


17 


16 


10 mm 


9 


8 



The sizes of implanted components of the LCS system (DePuy, Warsawa, IN) are listed below for both groups. 
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Table 3 Distribution of differently affected tibial zones of stress shielding, according to Ewald [21] after implantation 
of a low contact stress (LCS) total knee arthroplasty (TKA) 

Relative numbers of affected „zones" of tibial 
stress shielding 

Zone "1" "2" "3" "4" "5" "6" "7" Sum 



RLL in patients with knee pain, 31.6%* 16.2% 11.1% 26.6% 6.4% 4% 4% 100 

n = 27 (Figure 1) 

RLL in matched patients without knee pain, 25% 19.4% 12.9% 26.6% 12.9% 2.4% 0.8% 100 

n = 6 (Figure 2) 

Tibial zones of stress shielding were detected in 27 out 28 patients suffering from continual moderate knee pain (Figure 1, 3) and in 6 out of 28 age, sex, and 
follow-up matched pain-free patients (Figure 2). We present relative numbers of detected radiolucent lines (RLL) of a sum of four measurements by two 
observers with a minimum break of two weeks between. Accuracy of our measurements was evaluated with a "good" agreement of a Cohen' s kappa coefficient 
of p = 0.781. 

* These percentages show the actual relative number of a possibly affected number of a sum of four measurements by two observers. 

* Figure 3 shows an example of an anterior-posterior X-ray of a left Low-contact-stress total knee prosthesis (with cemented tibia) in a patient with continuous 
moderate knee pain with tibial stress shielding in zones "1", "2", "3", and "4". 






Figure 1 Figure illustrating the seven possibly affected zones 
of tibial stress shielding, according to the classification of 
Ewald et al. [20] with the percentage distribution in terms of 
28 cases of LCS total knee replacements with continual 
moderate knee pain. Twenty-seven cases showed radiolucent lines 
in total (Table 2). 





) 



25% 19.4% 

1 : ■ 



12.9% 



s 




Figure 2 Figure illustrating the seven possibly affected zones 
of tibial stress shielding, according to the classification of 
Ewald et al. [20] with the percentage distribution in terms of 
31 age, sex and radiological follow-up matched cases of LCS 
total knee replacements without any knee pain. Nine cases 
showed radiolucent lines in total (Table 2). 
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Figure 3 Anterior-posterior X-ray of a left Low-contact-stress 
total knee prosthesis (with cemented tibia) in a patient with 
continuous moderate knee pain with tibial stress shielding in 
zones "1", "2", "3", and "4", according to the classification of 
Ewald et al. [20]. 



with a width less than 2 mm may not appear on con- 
ventional anterior-posterior radiographs if the central 
stem is tilted about 2.3° to a tibial component with a 
width of about 50.0 mm. Thereafter, radiolucent lines 
should be divided in zones and labelled as either "pre- 
sent" or "absent" as performed in this study [28]. 

Limitations and benefits 

This study could demonstrate a significant correlation in 
patients with continual moderate knee pain with radiolu- 
cent lines, which predominantly appear in the most med- 
ial and most lateral zones of the tibial stem, but we lack 
further radiological information of the occurrence of pos- 
sible radiolucencies in the remaining 510 pain-free 
patients or patients reporting only very discrete knee 
pain. Furthermore, we only evaluated standard anterior- 
posterior radiographs without data of fluoroscopically- 
assisted radiographs. Next, surgeries were not performed 
by one single surgeon but by five different surgeons in 
total, which could have possibly leaded to further bias of 
the data. However, implantation of total knee arthro- 
plasty is a procedure only open to experienced surgeons 
in both clinics and mostly performed under supervision 
of the head of the division of arthroplasty. In addition, 
patients of this study had relatively long hospitalization 
time (average of 2 weeks), which is typical for the 



authors' countries but might differ from other European 
or US countries. Furthermore, we did not correlate the 
initial time when pain was reported with the first appear- 
ance of radiolucent lines but those two parameters (pain 
and RLL) at follow-up in general. 

It should be noted, that with the sample size of 56, the 
magnitude of differences in affected tibial zones with 
radiolucencies was large enough that post hoc power 
analysis revealed over 80%. Last, we are able to present 
the radiological and clinical data from all patients who 
suffered from continual moderate knee pain matching 
our inclusion criteria. 

Conclusion 

We could demonstrate a significant correlation of con- 
tinual moderate knee pain and the appearance of tibial 
radiolucent lines and that these radiolucent lines 
appeared significantly more frequently in most medial 
and most lateral zones. We believe that in case of no 
further specified pain after implantation of the LCS 
prosthesis, radiolucencies, which do not imply implant 
loosening, should still be suspected as the possible cause 
of pain. Surgeons should try to avoid the appearance of 
radiolucencies by implanting cemented tibial plateaus 
using perfect cuts and avoiding uncemented TKA 
systems. 

Acknowledgements and funding 

The first author expresses deep thanks to Dr. Patrick Vavken, MD MSc FRSPH 
for assisting in the preparation of this manuscript. 

Author details 

1 Department of Orthopaedics, Ludwig-Maximilians-University Munich, 
Campus Grosshadern, Marchioninistrasse 15, 81377 Munich, Germany, 
department of Orthopaedic Surgery, Medical University of Graz, 
Auenbruggerplatz 5, 8036 Graz, Austria. 3 Altona Children' s Hospital, 
Bleickenallee 38, 22763 Hamburg, Germany. 

Authors' contributions 

PS: preparation of the manuscript, data collection, study design; AL: revision 
of the manuscript, statistical advice; PW & JF: revision of the manuscript, 
statistical analysis, data analysis; GG & NK: revision of the manuscript; 
operating surgeons; KP: data collection, study design; VJ: revision of the 
manuscript, operating surgeon; BW: study design, revision of the manuscript. 
All authors read and approved the manuscript. 

Competing interests 

There exist no financial or non-financial competing interests in case of any 
author of this manuscript. No benefits or funds were received in support for 
the study. 

Received: 16 February 2011 Accepted: 29 June 2011 
Published: 29 June 201 1 

References 

1. Buechel FF, Pappas MJ, DAIessio J: Twenty-year evaluation of meniscal 
bearing and rotating platform knee replacements. Clin Orthop Relat Res 
2001, 388:41-50. 

2. Callaghan JJ, Squire (VIW, Goetz DD, Sullivan PM, Johnston RC: Cemented 
rotating-platform total knee replacement. J Bone Joint Surg Am 2000, 82- 
1:705-11. 



Sadoghi et al. BMC Musculoskeletal Disorders 201 1, 12:142 
http://www.biomedcentral.eom/1 471-2474/1 2/1 42 



Page 7 of 7 



10. 



11. 



12. 



13. 



14. 



1 6. 



17. 



19. 



20. 
21. 



22. 



23. 



24. 



25. 



26. 



27. 



28. 



Stiehl JB: World experience with low contact stress mobile-bearing total 
knee arthroplasty: a literature review. Orthopaedics 2002, 25:s21 3-1 7. 
Parsch D, Kruger M, Moser MT, Geiger F: Follow-up of 1 1-16 years after 
modular fixed-bearing TKA. IntOrthop 2009, 33:431-435. 
Buechel FF: My platform moveth and that's all that's needed! 
Orthopaedics 2001, 24:890-2. 

Freeman MA: Radiolucent lines: a question of nomenclatur. J Arthroplasty 
1999, 14(1):1-2. 

Smith S, Naima VS, Freeman MA: The natural history of tibial radiolucent 
lines in a proximally cemented stemmed total knee arthroplasty. 

JArthoplasty 1999, 14(1):3-8. 

Insall JN, Hood RW, Flawn LB, Sullivan DJ: The total condylar knee 
prosthesis in gonarthrosis. A five to nine-year follow-up of the first one 
hundred consecutive replacements. J Bone Joint Surg Am 1983, 65:619. 
Torlsu T, Morita H: Roentgenographic evaluation of geometric total knee 
arthroplasty with a six-year average follow-up period. Clin Orthop Relat 
Res 1986, 202:125-34. 

Ahlberg A, Linden B: The radiolucent zone in arthroplasty of the knee. 

Acta Orthop Scand 1 977, 48:687. 

Ecker ML, Lotke PA, Windsor RE, Cella JP: Long-term results after total 
condylar knee arthroplasty. Significance of radiolucent lines. Clin Orthop 
Relat Res 1987, 216:151-8. 

Thomason HC III, Slater RR Jr, Tooma GS, et ah The value of serial 
postoperative radiographs of total knee arthroplasties. J South Orthop 
Assoc 1 998, 7(1):27-35. 

Insall J, Scott WN, Ranawat CS: The total condylar knee prosthesis. A 
report of two hundred and twenty cases. J Bone Joint Surg Am 1 979, 
61 (2):1 73-80. 

Green DL, Bahniuk E, Liebelt RA, et al: Biplane radiographic measurements 
of reversible displacement (including clinical loosening) and migration 
of total joint replacements. J Bone Joint Surg Am 1983, 65(8):1 134-43. 
Freeman MA, Bradley GW, Revell PA: Observations upon the interface 
between bone and polymethylmethacrylate cement. J Bone Joint Surg Br 
1982, 64(4):489-93. 

Rand JA: Cement or cementless fixation in total knee arthroplasty? Clin 
Orthop Relat Res 1991, 273:52-62. 

Rosenberg AG, Barden RM, Galante JO: Cemented and ingrowth fixation 
of the Miller-Galante prosthesis. Clinical and roentgenographic 
comparison after three- to six-year follow-up studies. Clin Orthop Relat 
Res 1990, 260:71-9. 

Ritter MA, Gioe TJ, Stinger EA: Radiolucency surrounding the posterior 
cruciate condylar total knee prosthetic components. Clin Orthop Relat Res 
1981, 160:149-52. 

Thomas B, Sthiel JB: The Evaluation and Treatment of the Painful 
Replaced Knee. In ICS Mobile Bearing Knee Arthroplasty. Edited by: 
Hamelynck KJ, Sthiel JB. Springer, Berlin Heidelberg New York; 2002:264-270, 
A 25 Years Worldwide Review. 

Orthopaedic Scores, [http://www.orthopaedicscores.com/], 
Ewald FC: The Knee Society total knee arthroplasty roentgenographic 
evaluation and scoring system. Clin Orthop Relat Res 1989, 248:9-12. 
Schmitt J, Hauk C, Kienapfel H, Pfeiffer M, Efe T, Fuchs-Winkelmann S, 
Heyse TJ: Navigation of total knee arthroplasty: rotation of components 
and clinical results in a prospectively randomized study. BMC 
Musculoskeletal Disorders 201 1, 12:16. 

Hoening JM, Heisey DM: The abuse of power: The pervasive fallacy of 
power calculatons for data analysis. The American Statistician 2001, 
55(1):1 9-24. 

Whitehead DJ, Hoopert GJ, Bell V: Clinical and radiological outcomes after 
revision to the low-contact-stress mobile bearing total knee arthroplasty. 

ANZJSurg 2009, 79:348-351. 

Vogt JC, Saarbach C: LCS mobile-bearing total knee replacement. A 10- 

year's follow-up study. Orthop Traumatol Surg Res 2009, 95(3)4 77-182. 

Aebli N, Krebs J, Schwenke D, Hii T, Wehrli U: Progression of radiolucent 

lines in cementless twin-bearing low-contact-stress knee prosthesis: a 

retrospective study. J Arthroplasty 2004, 19(6):783-9. 

Toksvig-Larsen S, Ryd L: Surface flatness after bone cutting. A cadaver 

study of tibial condyles. Acta Onhop Scand 1991, 62(1)4 5-8. 

Vyskocil P, Gerber C, Blamert P: Radiolucent lines and component stability 

in knee arthroplasty. Standard versus fluoroscopically-assisted 

radiographs. J Bone Joint Surg Br 1996, 81(1)24-6. 



Pre-publication history 

The pre-publication history for this paper can be accessed here: 
http://www.biomedcentral.com/1471-2474/12/142/prepub 



doklO.I 186/1471-2474-12-142 

Cite this article as: Sadoghi et al: Radiolucent lines in low-contact-stress 
mobile-bearing total knee arthroplasty: a blinded and matched case 
control study. BMC Musculoskeletal Disorders 2011 12:142. 



Submit your next manuscript to BioMed Central 
and take full advantage of: 

• Convenient online submission 

• Thorough peer review 

• No space constraints or color figure charges 

• Immediate publication on acceptance 

• Inclusion in PubMed, CAS, Scopus and Google Scholar 

• Research which is freely available for redistribution 



Submit your manuscript at 
www.biomedcentral.com/submit 



BioMed Central 



